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Creator: 
Description: 
Reason for change: 

Internal standard calibration 
No injection volume correction 
No sample weight correction 
Area reject threshold: 
Reference peak area reject threshold: 
Amount units: 
No default component 

5000 
0 

Method of calculating data point averages: Equal weight for all updates 
No calibration update report 

Al l levels are normal data points. 

Ethanol 

i—1—i—1 I 1 i 1 i ' i 1 i 1 i r 

0.00 0.05 0.10 0.15 0.20 0.25 0.30 0.35 0.40 

Amount Ratio 

Expected retention time: 
Search window: 
Internal standard component: 
No. retention time reference component 
Group number: 

High alarm limit: 
Low alarm limit: 
Component constant: 

Single peak quantification by area 

Y = 2.725271 X + 0 

Linear fit with equal weighting, forced to origin 

1.848 minutes 
0.2 minutes 
7 (n-Propanol) 

0 

0 
0 
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Coefficient of determination: 
Average error: 
Average CF: 
RSD: 

0.9993389 
2.413% 
2.160474 
56.046% 

Level Amount Response Cal Factor Error, % Amount Ratio 
1 0 (0) - 0.000 0 

2 0.0293 128888.7 4398932 3.260 0.0293 

3 0.0889 374358.3 4211005 -4.800 0.0889 

4 0.1928 817520.9 4240254 -3.045 0.1928 

5 0.3926 1730539 4407894 0.962 0.3926 

Response Ratio 
0 

8.245362E-02 
0.2306481 
0.5094331 

1.0S0237 

Source D"' 6 a n d t ' m e 

Manual 4/11/2005 10:03:40/ 
C:\Alcohol Data\Siml23107\Siml23107(2).0001.BND 1/2/2008 10:58:03 At 
C:\AlcoholData\Siml23107\Siml23107(3).0001.BND 1/2/2008 11:13:01 At 
C:\AlcoholData\Siml23107\Siml23107(4).0001.BND 1/2/2008 11:28:04 At 
C:\Alcohol Data\Siml23107\Siml23107(5).0001.BND 1/2/2008 11:43:07 At 
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